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Introduction
Atrial fibrillation (AF) is the most common sustained cardiac tachyarrhythmia, with incidence increasing from 0.5% at age of 40-50 years up to 5-15% for 80 years old people [1] . It is characterized by uncoordinated atrial activation and deterioration of atrial mechanical function, associated with significant risk of heart failure and consequent death [2] .
There are three general approaches for AF detection: -Atrial activity analysis associated with investigation of the TQ interval for presence of multiple P-waves [3, 4] or absence of P-waves [5] ; -Ventricular response analysis associated with RR intervals investigation via assessment of their median absolute deviation [6] , irregularity [7] , sample entropy [8] , etc.; -Combination of independent data from the atrial and ventricular contractions analyses [9, 10] . A comparative study of AF detection methods [11] highlights the techniques based on analysis of RR interval irregularity as the most robust against noise, providing the highest sensitivity and specificity, while the combination of RR and atrial activity analysis assures the highest positive predictive value.
The ECG analyses for AF detection are performed either in the time [3] [4] [5] [6] [7] [8] [9] [10] or in the frequency domain, where the dominant AF frequency is usually assessed over a signal with extracted QRS-T complexes [12, 13] .
Considering the episodic appearance of AF, the wide variety of arrhythmias exhibiting irregular AF-like RR intervals and the diverse noises accompanying the ECG acquisition, the organizers of the Computing in Cardiology Challenge 2017 encouraged the promotion of methods for classification of short single lead ECG as AF, normal sinus rhythm (NSR), other rhythm (OR), or noisy signal (NOISE). This paper presents a module for discrimination between AF, NSR, OR and NOISE based on time and frequency domain analyses of ventricular and atrial contractions.
Challenge database
The Challenge database contains single-lead ECGs recorded via AliveCor device at 300 Hz sampling rate. The recordings are separated to two independent datasets: -Training dataset, which contains 8528 ECGs annotated in four classes according to the rhythm type (5050 'Normal', 738 'AF', 2456 'Other rhythm') and signal quality (284 noisy ECGs). The duration of the ECG strips is in the range (9-61s), approximately the same for all class annotation. -Test dataset, containing 3658 ECGs unavailable to the public for the purpose of scoring.
Method
The module for discrimination between AF, NSR, OR and NOISE in a single-lead ECG is developed in Matlab (MathWorks Inc.). It implements a preprocessing stage, including high-pass filter with cut-off frequency 1 Hz, 2 comb filters with first zeros 50, 60 Hz; feature extraction procedures in the time and frequency domain; noise detection rule; and rhythm analysis block ( Figure 1 ). 
Feature extraction procedures

QRS detection
The time domain analysis starts with QRS detection based on location of steep edges and sharp peaks, followed by heartbeat classification via RR-interval and waveform analysis. Detailed description of the procedure could be found in [14] . 
TQ-segment analysis
Considering that the AF influences the waveforms appearing between the T-wave end and the Q-wave by mimicking ventricular fibrillation (VF) like patterns, two analysis procedures typical for VF detection are applied over the ECG signals after elimination of the QRS-T segments (i.e. over the TQ intervals) and the following features are calculated in the time domain: -TQ-signal complexity (C) [15] , expected to present high values for AF signals. C is calculated for the first, the middle and last 6s segment of the TQ signal and the median value is further considered; -TQ-signal leakage after application of a steep rejection filter over 3s segments of the TQ signal adjusted at its main frequency [16] . The following features are considered MeanLeakTQ, MinLeakTQ, MaxLeakTQ, StdLeakTQ, supposed to be low for AF signals; The frequency domain analysis of the TQ segments is performed over 4s non-overlapping intervals and it includes calculation of: -Dominant frequency (DF) [13] 
Decision making
The noise detection is performed via a single threshold rule MeanStdTR 0.5, which minimally influences the correct detection of the NSR, AF, OR rhythms (see the distribution in Figure 3 ). The three rhythm types are discriminated via a classification tree (CT) model, generated and pruned by means of the statistical package Statistica 
4.
Results and Discussion
The examples in Figure 2 illustrate the operation of the heartbeat detector, P-wave detector and the calculation of two features specific for the designed module. Statistical distribution of the features involved in the CT design is presented in Figures 3,4 . Evaluation of the Challenge entries is done by three rhythm specific (F RHYTHM ) and one common (F1) score, calculated as:
where TP, FN, FP stand for true positive, false negative, false positive detections. Our accuracy results, achieved over the training and a subset of the hidden test database are presented in Table 1 . The Challenge organizers assessed average running time about 10.3% of quota and score over the entire test set 0.64 (details for rhythm classification were not provided). There are two main reasons for the limited accuracy results: (i) the inconsistent annotations of the ECG signals, which obstruct the reliable training of the classifier; (ii) the wide variety of arrhythmia types in the OR class, which results in considerable overlapping between the calculated feature values for the couples (NSR, OR) and (AF, OR). This could be overcome via detailed analysis over the OR class and search for specific additional features for each of its subclasses.
